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Calibration Curve Report
File:  c:\star\cromo6_r2.mth
Detector:  ProStar 335 PDA Detector,  Address:  45,  Channel ID:  1

Cromo (VI)
External Standard Analysis Resp. Fact. RSD:  26.81%
Curve Type:  Quadratic   (Edited) Coeff. Det.(r²):  0.999106
Origin:  Ignore   (Edited)
y =    -2.476159e+004x²   +1.630043e+006x   +4.987267e+005
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